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POC Test System Training Videos & Resources

Testing Systems

Resource Links

Website

DCA Vantage

DCA Videos

https://pep.siemens-info.com/en-us/dca-vantage-analyzer-hbalc-sample-analysis-online-trainin;

PEP to go

https://content-pep.siemens-info.com/CMS/PDFs/573c1df9-5f60-439-9fe4-64a8fb52a9bb.pdf

Cholestech LDX

Cholestech LDX Training Videos

https://www.globalpointofcare.abbott/en/support/product-demos/cholestech-ldx.html

Roche CoaguChek XS

CoaguCheck XS Plus System Training Video

https://diagnostics.roche.com/us/en/resource-center-pages/coaguchek-xs-system-training-video-for-

professional-use.html

BD Veritor Strep A

BD Veritor System - Strep A

Group A Strep Rapid Antigen Test | BD Veritor™ Plus System

BD Veritor SARS-CoV-2 & Flu A+B

BD Veritor SARS-CoV-2 & Flu A+B

https://bdveritor.bd.com/en-us/support/education

OraQuick HCV

OraSure Website

https://www.orasure.com/products-infectious/training/OraQuick-HCV-Training.html

Alere HIV-1/2 Ag/Ab

Abbott Website-Determine HIV 1/2 Ag/Ab Combo

https://www.globalpointofcare.abbott/en/product-details/determine-1-2-ag-ab-combo.html




Proposed Initial Test Menu Proposed Expansion Test Menu
Lab Test przer Cost | Lab Test Test System Cost |
HiALe DCA Vintage $2.000.00| Rapid Strep A |BD Veritor Plis Systerm Reader $330.00|
Upid Profile_|Chalestech LOX w/Printer . [Rapid Hu/Covid | BO Veritor
Fug Cosgrhok X5 Hep C Ab Oraduick Tost Kit
Total: $6,100. IV 1/2 Ag/Ab | Detorimine Test Kit
Total: $330.00,
[ Supplies & Reagents (spprox 10tests/mo) | Supplies & Reagents (approx 5 tests/mo)
| Test System |  or 54 UneCost | WUnits | Totsl Cost ! | TestSystem | Resgentor UnitCost |  #Units Total Cost _
HbALC Reagent Kit (10/kiz) $85.00{ 13 51,1 Rapid Strep A% B |BD Veritor Strep A Kit (30/box) $103.00{ 2 $206.00
Control Kit {2 sets/kin) $100.00| 3 $300. | Control Swabs (10/pkg) $70.00] 1 $70.00
Thermai Paper [5/pkg) $32.00{ 1 53 |Rapid Fiu/Covid | BD Veritor Flu/Cod Kit {30/ba $580,00{ 2(  §1,180.00
|Upid Profile _[Lipid Cassettes [10/box) $120.00{ 13 5156000 | Control Swobs (10/pk) $70.00] 1 570.00
Check Cassette sgg% 1 szg§ cab Test Kt (I5/kit) sus.ﬂ gl $1,395.00
Controd Kit {2 wets/kt) 5100, 7 5700. | Visuial Rferenice Paned 585, 1 565.00
Thermal Faper $22. I I TET Control Set gg% gl $228.00
MiniPet 40,L Pipette 525, 1 52500 |WV 1/2Ag/Ab | Test K (2540t} s425, 3| 12100
MiniPet Disgprosable Tips (50/b 58.00] 3 m Control Set $87 2 5174.00
Heparinized Cap Tubes | $20.00{ 3 Total: $4,663.00
Cap Tube Plurgers {50/pka) 58, 3 524,
INR Test Strips (48/phg) 240, 2 5500
Mise Higgh Ficrer Larscots {200/bxax) $85.00] 2 $170.00.
IMed Fow Lancets {200/bax) gﬁl 2 S160
{Merisoring T 480 1 $80.00/
Kl Wipess $3.00{ 4 512.00,
Cotton Balls (200,/bag) $3.00 3 59,000
Akcohol Prep Pads (200/box) 52.00 3 56.00,
‘ [Bandages {100/box} $3.50] gi s21.
Total | $4,
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CLINIC COMPETENCY GUIDE

All Iaboratory testing in the U.S. is regulated by CLIA (Clinical Laboratory Improvements Amendments),
and requires staff have proper credentialing and be trained and deemed competent in their ability to
accurately perform laboratory testing procedures. For a CLIA certificate of waiver, testing staff does not
need any special certification other than a high school diploma.

Competency is the ability of staff to apply their skill, knowledge, and experience to perform their lab
duties correctly and should be assessed across multiple touchpoints:
Successful passage of a color blindness test
Ability to read and understand the standard operating procedure and/or package insert
Direct observation of the proper techniques and skills for specimen collection, testing, and
the interpretation and reporting of results
* Satisfactory completion of a quiz that tests knowledge of information pertinent to the
laboratory testing

When new staff or volunteers join the clinic and will be performing laboratory testing, they will need to
be appropriately trained, and this training protoco! needs to be documented and retained.

To train new staff or volunteers on point of care testing, we recommend duplicating the training that was
provided by Heart to Heart International during the clinic’s initial POC lab implementation. Document
their competency using a new competency assessment sheet for each test system that they will be
expected to perform. All competency assessment items on each sheet should be marked as
“satisfactory”. Any “not satisfactory” scores should be followed up with documented education and
more practice until the new staff has demonstrated confidence in the point of care test.

Satisfactory performance of how to perform a test needs to be directly observed as well as successful
completion of the quiz. These two items appropriately documented via the competency assessment
sheet, along with the trainer’s sign-off on their reading of the SOP, constitute the necessary
requirements to show proficiency in a test system.

Staff or volunteers should NOT perform point of care testing without a competency assessment filed
with the clinic, as this can lead to patient harm and regulatory citations.

Competency assessments are to be retained in accordance with state and federal guldelines, a minimum
of two years, and are to be completed during the Initial training period and annually thereafter.
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CLINIC NAME
CLINIC ADDRESS

CLINIC OPENING FORM

Directionz: Check off each task and inrhal that the daily check has been complated. If the clinic 1s clozed a line can be drawn through the day or “closed” can be
written across the lnes of that dayv. See first 2 lirss for examples of daily v closed.

Month/Year

Day

Clinic Opening Checklist

Work
surfaces
have been
dizinfected

Storage
temperatures
are documented

on log

All
instrumentz
have been
turned om (if
needed)

Dhaily QC Checks have
been completed and
docomented (BD Veritor,
and Chplaztach Optics
Checks)

NO expired
suppliez are
out for uze

Trazh bins
are not
overflowing

Bichazard
containers are
emptied orata

zafe level for nze
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chalt)
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**Complete the Clinic Inventory and Expiration Checklist at the end of each month**

Reviewed By:

CLIA Director or Designee’s Signature

Date of Review

11.15.2024 LRD




